Intranasal porous polyethylene implant extrusion 7 years after insertion in a patient with Hashimoto disease.
We report a case of intranasal porous polyethylene implant extrusion 7 years after insertion in a patient with Hashimoto disease. We also discuss the possible causes of the extrusion and convey the histopathologic examination and microbiological investigation results of the samples taken from the removed implant.